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The collimator is an arrangement of an illu- 
minated target and a lens, designed to produce col- 
limated light; that is, light which consists of bun- 
dles of parallel beams converging atinfinity. Thus, 
a collimator is a means of providing a target at an 
infinite distance, or for all intents and purposes, 
light beams with angles of convergence so small 
that they are negligible: 


Within the collimator is a light source, a 
frosted bulb situated so that the light rays pass 
through a reticle and a lens, Without a reticle, 
the image of the lamp filament is projected 
through the lens. The filament or the reticle 
image, either one, will be sighting point or target 
at an infinite range. 


Collimators are available in various models 
and styles. It is even possible that parts could be 
purchased and a collimator constructed by the 
amateur or student. It could be designed for the 
particular application or need. 


Because expense is so often a factor in the pur- 
chase or construction of such equipment, the least 
expensive yet most adequate collimator is desirable. 
Many of the precision gunsights prepared for the 
Armed Forces in World War ll were nothing more 
or less than carefully designed, accurately mach- 


ined and precision-ground collimators. They pro- 
vided an illuminated target at an infinite range. 


These gunsights or collimators are predom- 
inately of two styles. One collimator consists of 
a source of illumination, a reticle,a mirror, anda 
lens. The first collimator (Figure 1) might be 
called the gun type because of its shape. 


A second type of collimator, with an added 
element, might be described as a box-type. This 
collimator uses a source of illumination, a reticle, 
a small lens, a focusing mirror (or lens), and a 
glass which serves as a screen to show the reticle 
and as a right-angle reflector, (Figure 2). 


There are many types of reticles for many uses 
(see our pamphlet ‘‘RETICLES AND THEIR USES’’) 
and almost any one of them is adaptable to the col- 
limator for a specific use. None in particular is 
recommended since individual taste will more often 
than not determine ease of use and accuracy of 
results. 


Within the base of the gunsight collimators 
are 28-volt light sources. For best results, a 


frosted, or frosted and partially silvered, bulb is 
used, This 28-volt bulb light source fits into a bay- 


onet-type holder and has both filament leads on the 
bottom of the base. Since it is not too easy to cut 
standard voltage down to 28, the light source must 
be adapted for standard 110-115 volt or for dry cell 
(flashlight) operation. Because the 110-115 volt 
system can provide brighter light, its installation 
in the collimator will be discussed first. 


The entire light source mounting canbe remov- 
ed from the collimator by removing one or two 
screws, depending upon the type of collimator used. 
The inner part of the socket mounting can be detach- 
ed fromthe bracket. This is done in one collimator 
by depressing a spring-loaded detent on the side of 
the bracket and forcing the bulb socket out of the 
bracket, In the other type collimator, the socket is 
removed by loosening the screw in a spring-loadéd 
clamp. 
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GUN-TYPE COLLIMATOR 


A small base, screw-type socket, with either 
a plastic or a paper insulator around it, may be 
placed in the bracket and the whole returned to the 
collimator frame or box. The connections to the 
switch may have to be remade, andthe AMPHENOL 
plug connection on the lead of the stock collimator 
will have to be replaced with a standard male plug 
for use with standard building and home outlets. 


If the standard flashlight is to be used, a pre- 
ferable arrangement is one in which the light from 
the flashlight shines directly into and through the 
reticle. Either type collimator has openings which 
can be adapted for flashlight attachment. However, 
it should be understood that the flashlight application 
is satisfactory for direct viewing of the reticle, but 
the light source would be inadequate in, for instance, 
adaptation of the collimator for use as an autocol- 
limator. F 


Mountings for the collimators themselves will 
differ greatly. The gun-type collimator canbe tri- 
pod-mounted, or a gun-type handle might be added. 
In another version, the collimator might be mounted 
so that itcan pivot in a vertical plane about an axis 
at right angles to the direction of projection of the 
collimator, Inaddition, this mounting may be placed 
ona unit which rotates about a verticle axis; and 
almost all directional problems can be solved and 
various directional measurements and adjustments 
made. 


The box-type collimator can be mounted in 
much the same manner as in the gun-type collima- 
tor, but perhaps not always soeasily, This collima- 
tor has side mounting brackets on its case for 
rigid positioning. 

The purpose for which the collimator wilt be 
used determines whether it will be tripod or bench- 
mounted, or if a hand-grip will be used. The hand- 
grip would be of more use inthe autocollimator than 
in the collimator, The autocollimator is simply a 
combination of a collimator, an attached telescope, 
and a mirror, Ideally, the box-type collimator 
would be used here, but either collimator might 
be adpated without too much difficulty. 

Because application determines the type of 
mounting used with the collimator. it would be well 


to discuss and illustrate some uses for the collima- 
tor or autocollimator. 


Hunters often are faced with the problem of 

the adjustment of the telescopic sights which they 
may use. Since these are primarily range adjust- 
ments, and there is also the problem of bore 
sighting, two targets must be available; iie., one for 
the bore sighting and one for optical adjustment of 
the telescopic sight. The gun can be mounted by 
resting the barrel ona fork, the stock of the gun 
serving as the third leg of a tripod. (See Figure 
3). The collimator could then be mounted on a 
tripod with a variable height adjustment. With a 
properly measured distance between the rifle and 
the collimator, anda scaled reticle, all range ad- 
justments for the rifle, up to and including infinity, 
could be accomplished. 
The hunter’s telescope alone can be mounted for 
adjustment with the collimator, Various types of 
holders can be developed for the scope and for the 
collimator. One mounting for both could be a lathe 
bench, A V-slotted holder might be mounted on a 
athe bench and the telescope set init. Telescopic 
sights might also be mounted in rings with three 
clamp-screw fittings which would permit centering 
of the telescopes in the ring at a predetermined 
neight. The ring holder might alsobe bench mounted. 
n these cases, the collimator would also be bench- 
mounted so that the axis of the collimated light 
bundle and the ring coincided, With this mounting 
arrangement, the scope would be situated so that 
he reticle image would be visible through it, and, 
therefore, a target at an infinite range would be 
available. 
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For adjustment of an astronomical telescope, 
another type of mount might be desirable. In this 
case, the type of mount might depend more upon the 
size of the telescope than upon any other factor. A 
base for the collimator is, of course, necessary. 
And, because the collimated image is at infinity, 
any telescope position is satsifactory if the image 
in the collimator is visible. The reticle image is 
thus the star at a tremendous range, a range which, 
for all practicalangular measuring purposes is in- 
finite; and itis the adjusting target for the telescope. 


The determination of zero degrees of elevation 


“can also be accomplished with a 90 degree setting 


on the collimator and a 45-45-90 prism. (See 
Figure 5). The light’from the collimator at a 90 
degree elevation (pointing directly downward) would 
have a 45 degree angle of incidence and a 45 degree 
angle of reflection with the prism. The artificial 
horizon is not necessary in this latter setup, but is 


needed for use with the sextant. 
Were one toobtain a 30 degree prism, a means 


of determining parallelism in work faces of some 
precision equipment is available, using the collima- 


FIGURE 3. ADJUSTING TELESCOPIC SIGHTS 


Other mounting equipment, such as compasses, 
compass roses, and elevation arcs might be added 
to the telescope for angular elevation and distance 
measurements, and for directional determinations. 
With a properly scaled reticle in the collimator, 
that is one with angular distance and elevation scales 
upon it, properly adjusted, micrometer adjustments 
can be set and vernier errors determined and cor- 
rected with extreme accuracy. 


A collimated star may oe constructed using 
the collimator. Kecause o1 tne distance of the star 
from the earth, its light may be considered as a 
bundle of collimated light. The collimator can 
duplicate this condition, unaffected by time of day 
or night, season of the year, or by weather condi- 
tions, With an accurately aligned angular scale in 
a vertical plane, passing through the axis of the 
collimated light bundle, a collimator «an be placed 
so that it points directly downward at 9C degrees of 
elevation, and horizontally at 0 degrees of elevation. 
Placed on a wall and about 7 ft. above the floor, the 
collimator can represent a selected star of the 
Cosmos. A horizontalline ateye level canserve as 
an artificialhorizon. Withthe star elevation known, 
the elevation scale of a telescope can be adjusted. 
The horizontal line and a bubble level can be used 
for adjusting the telescope hovivontally or at zero 
degrees elevation. (See Figure 4). 


The collimated ‘‘star’' and horivontal line can 
also be used as a practice tool or teaching aid in 
the use of navigational instruments. The U. 3S. 
Navy uses this collimated ‘‘star’’ method, with an 
artificial horizon, gimbal-mounted, to teachthe use 
of the sextant in both the elementary and advanced 
stages, that is, with a round sea running. The gim- 
bal mounts of the artificial horozon permit the intro- 
duction of pitchand rollof a ship into the problem of 
navigational star sights. 


tor. An example of this would be the determination 
of parallelism of the faces of amicrometer, Setting 
up as shown in figure 6, it can be-seen that coinci- 
dence of the virtual andthe reflected images would 
indicate proper face machining and alignment. In 
this operation, the collimator is best mounted with 
the collimated light bundle being directed vertical- 
ly downward, and the prism mounted on a horizon- 
tal table. Bench marks should be made onthe base 
or platform used once proper position of the collima- 
tor mount and the prism have been determined. 
Because of the sizes and types of instruments ta be 
checked, it is often difficult to determine the exact 
positions for the various precision tools and instru- 
ments to be checked. This, though, is a minor pro- 
blem since careful observation will insure reason- 
ably accurate positioning of one face or surface 
of the instrument, Lack of coincidence of reticle 
and reflected images indicates improper alignment. 
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FIGURE 5, DETERMINING ZERO DEGREES OF ELEVATION 


If the reticle and image in one-half of the screen 
coincide, that side is properly aligned. Disagree- 
ment or non-coincidence on the other side indicates 
misalignment. If this information is true for a 
micrometer, it can be seen that the micrometer is 
of little use since measurements wherein. a micro- 
meter might be used are usually extremely critical, 
This woula show that the micrometer was valueless 
tor precision work and it would have tobe repiaced 
or remachined and checked. 

Non-parallelism in micrometer faces 1s very 
serious when scales are small,but with larger scales 
and no need for extreme precision, there is little 
need for the critical readings obtained with the colli- 
mator. But, it is possible, withthe proper reticle in 
the collimator, to determine or measure the degree 
of divergence of two surfaces from the parallel. 


The autocollimator has been mentioned pre- 
viously. Except todescribe the elements, there was 
no further information. The box-type collimator is 
best-suited for this use. The telescope is mounted 
behind the collimator so that the reticle image is 
centered, and the mirror is mounted ona flat surface 
some distance away. Inthis application, it is desir- 
ed to ascertain a perpendicular to a plane surface, 
at or in about the position of the mirror. If the 
collimator and telescope combination is moved so 
that the reflection of the reticle and virtual image 
appear concentric through the telescope, the auto- 
collimator is in line which is at a 90 degree angle 
to the plane of the mirrored surface. If a plumb 
Une were dropped from the collimator, that plumb 
line and the line of sight would determine a verti- 
cal plane at a 90 degree angle to the original plane 
surface, 


Figure 7 illustrates a condition in which the 
center-line of the collimated light beam is not ina 
plane perpendicular tothe mirrored surface, If the 
reflected image is to the right of the virtual image 
then the autocollimator must be moved to the right. 


With the reflected image tothe left, the angle of re- 
flection is again somewhat less than 90 degrees 
and the autocollimator must be moved to the left. 

Because there is no noticeable sag or devia- 
tion from a straight line in the line-of-sight, the 
autocollimator, or a straight collimator, may be 
used in the setting up of a form or a template, Air 
foils may also be determined more accurately with 
jthe use of this equipment. The collimator is also 
useful in the machine shop for determining table 
level and accurate angular relationship between 
non-intersecting plane surfaces, as well as angles. 
between regular intersecting plane surfaces. 

Determination of a curved surtace is arelative- 
ly easy proposition witha collimator. Anarcurately 
machined base, as shown in figure 8, with a mirror 
attached, will follow an outside curve. A collimator 
mounted on knife edges so that the projected beam is 
always verticle, can project the reticle image into 
the mirror and back tothe glass screen. Anangular 
scale scribed on the glass screen, or a reticle with 
the proper angular scale,will permit the actual read- 
ing of the angle from the horizontal, thereby per- 
mitting the actual construction or measurement of 
an outside curve. 


Almost any optical equipment with range adjust- 
ments can be checkedor set by use of acollimator. 
Binoculars can be adjusted or realigned, and camera 
rangefinders can be set with the collimator pro- 
viding a target at maximum or infinite range. 
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FIGURE 6. TESTING MICROMETER FACES 
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THE COLLIMATOR TARGET is a handy gad- 
get for the telescope builder, providing as it does 
the equivalent of a distant target--right at the work 
bench. This one is also scaledso that you canread 
the angular field of any telescope by simply count- 
ing the degree marks. 


The construction is simply a wooden box with 
the target taped to a piece of glass. The target must 
be located in the exact focal plane of the lens, This 
will be about 5-3/4 inch plus 1/32 inch from the 
front of the box. You can check exactly by using the 
collimator as a camera, pointing the lens toward a 
distant object. Then, adjust target until image of 
distant object is sharp on the target. : 
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FIGURE 7. AUTOCOLLIMATOR 


A gun-type collimator can be rebuilt toprovide ~ 


a lightpointer for use in showing slides or home mov- 


‘ies, pointing out pertinent facts and salient points 


for better understanding, or to assure that they are 
noticed, Again, the 28-volt bulb should be replaced 
with something ofa higher candle-power rating, and 
the reticle must be one suitable as a pointer, such 
as anarrow circle of light. A gun-type handle, with 
a spring-loaded trigger switch for quick closing 
and opening, provides an inexpensive and simple 
pointer. 
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(A) COLLIMATOR AND MOUNT 
FIGURE 8. DETERMINING CURVATURE 


A directed beam of light from a collimator 
might serve to activate a photo-electric cell or 
switch if the light should be interrupted. 


The collimator is, then, a source of directed 
light, concentrated within given limits, such that it 
can be used in precision measurements, or under 
conditions whereinan infinite range must be accom- 
plished within a confined space. It can provide a 
distant target without the interferences of weather, 
built-up areas, trees and hills, fog, smokes, or other 
outside influences. With proper attachments, it can 
perform some of the jobs of a surveyor’s transit, 
a gunsmith’s bench marks, a navigator’s star, an 
astronomer’s tool, an instrumentman’s checking 
equipment, and a templatemakers’ side, 


There are undoubtedly other uses for the colli- 
mator, but its primary application is one in which 
precision measurements are desired at the lowest 
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possible cost. 


PICTURE OF INSTRUMENT IN OPERATION 
FIGURE 8a DETERMINING CURVATURE 


APPENDIX 


For testing and measuring lenses and telescopic instruments, it is highly 
desirable to make use of a test target upon which the instrument or lens 
in question may be focused at infinity. The appearance of such a target ia 
not difficult to imagine. It might consist of a large vertical wooden struc - 
ture similar to a billboard with a test pattern painted onita aurface. While 
a large outdoor target might be very useful, there are many serious objec- 
tions to it which are fairly obvious. In view of the great size and expense 
oi an outdoor target, a suitable substitute must be used. 


A Collimator Target is just such a substitute upon which a telescope may 
be focused at infinity and yet not be more than a few inches away. 


\ RECTICLE Le = 
FIGURE | 


In Figure 1, line AB represents a small illuminated target, or reticle, 
placed in the left-hand focal plane of a lens LC, designated the Collima- 
tor Lens. All raya originating from any point on the target will emerge 
from the Collimator Lens parallel to each other. To an observer at the 
right of lens LC, the emergent rays, 5 and 6 from point A appear to have 
their origin in a point that is at an infinite distance to the left of the lena 
and above the principal axis O. Similarly, emergent rays 3 and 4 appear 
to have their origin in a point that is onthe principal axis at aninfinite dis- 
tance to the left of the Collimator Lens. Emergent rays 1 and 2 appear to 
have their origin at an infinite point beyond the lens LC. Therefore, the 
vigual effect of placinga small illuminated reticle in the focal plane of the 
Collimator Lena, is exactly the game as that produced by viewing a large 
target from an extreme distance. 


Needless to say, the Collimator Lena must be a good achromaf with excel- 
lent correction over a small field. Thus, one can contribute defects ob- 
served in the final image to the test lens and nat to the collimator. An ex- 
cellent telescope objective is usually suitable. 


If one chooses an achromat for a collimator, the problem of color correc- 
tionis not completely solved because of secondary spectrum andcannot be 
considered negligabie unless one chooses an achromat having a focal length 
in inches at least 5 times the square of the diameter of the lena in inches. 
The table below should be helpful. 


Desired Dia. of 
Collimating Leng 


Minimum required focal length of 
Collimating Lens 


1 inch 6 inches 
2 inches 20 inches 
3 inches 45 inches 
4 inches 80 inches 
5 inches 125 inches 
6 inches 180 inches 


Figure 2, below illustrates a home-made collimator system which may be 
made in an evenings time. It consists of an appropriate reticle, an achro- 
matic lena with a focal length chosen as above, and a light source located 
behind a piece of ground glaea which acts as a diffusing acreen. A mount- 
ing tube is cut approximately to the focal lengthof the lens being ueed, and 
is painted black on the inside. The collimator lene is then mounted square- 
ly intoone endof thetube. The desired reticle and light source are mount- 
ed ag illustrated withina smaller tube which slide-fita into the larger tube. 
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By the use of a small telescope, the reticle may be adjusted to the correct 
distance from the collimator lens, and then secured permanently in place. 
The adjustment procedure is outlined below. 


1. Focus the telescope at aninfinite object such as a star, and secure the 
draw tube with a piece of scotch tape. 

2, Mount the collimator system andthe pre-focuged telescope on an optical 
bench, with the principal axis of each coinciding. 

3. While looking through the telescope, adjust the collimator reticle by 
means of the small sliding tube until it comea into accurate focus. 

4. Gradually move the telescope away from the collimator target. The 
image of the reticle should remain the same size and be in focus at all 
times. 

5. Hf step 4 is accomplished, fasten the small reticle tube permanently to 
the collimator lena tube. 


An alternate method is available to those who have not the use of an auxil- 
iary telescope. The method is auto-collimation. When the reticle is in 
the proper position with respect to the collimating lens, all rays leaving 
the collimating lens are essentially parallel. Thus, a flat mirror placed 
infront ofthe collimating lens and perpendicular tothe beam will cause the 
rays to reflect upon themselves and form an image of the reticle superim- 
posed on the reticle itself. When this occurs the reticte ia in the proper 
position with respect to the collimating lens. The mirror is then removed. 


The collimator lens should be as large, or larger, in diameter as the 
largest objective likely to be tested with it, and a provision to change 
reticles may also be ugeful. Once the reticle position is established, it 
need not be adjusted again for the same collimator lens. 


RETICLES: For testing Telescope Objectives, pinholes are recommended 
about as follows: 


Maximum diameter of pinhole. 


Focal Length of Collimator. 
20 45 80 125 180" 


Dia. of Telescope 


Obj. to be tested. 5" 
1 inch 10004 .002 004 . 006 . 010 ~.020 
2 inches ~001 .002 003 .005 007 
3 inches 001 002 .003 . 005 
4 inches 001,002 .004 
5 inches 001.003 
6 inches 2002 


Pinholes may be made in tin foil, or other thin metal. To puncture holes 
in tin foil, draw a fine fibre of a chemical stirring rod over a gas flame 
and use it to puncture the hole. Another method is to sharpen a needle on 
a fine stone, twirling and drawing it out at the same time under the finger 
tip until it appears perfectly sharp under a magnifier. 


For Photographic Lenses: When one is testing photographic lensea one is 
interestedin resolution. Therefore, areticle for the collimator should con- 
tain a known number of lineg in each unit distance. These lines should be 
both horizontal and vertical. The Edscorp E-17 (Stock No. 30,075) Reticle 
is an example (10mms. divided into 100 parts). 


It must be rememberedthat a magnification or demagnification will result 
in the image obtained from the photographic lens. This magnification is 
equal to the focal length of the photographic lens divided by the focal length 
of the collimator lens. 


As an example, let us test a photographic lens having a 2 inch focal length 
with an E-17 reticle and a collimating lens having a 20 inch focal length. 
Therefore, the size of the final image will be 1/10 the size of the original 
reticle. If each line of the reticle is resolved in the final image the resol- 
ution of the photographic lens is 100 lines/mm as the original reticle had 
10 lines/mm. : 


Iumination of the reticle is a matter that must be determined experiment- 
ally as the proper Wlumination will depend upon the use to which the colli- 
mator is subjected. When using some of the amaller pinhole reticles, it 
may be necessary to replace the ground glasa with a condensing lens. In 
general, a high illumination should be provided. If a test requires a lower 
illumination thia can then be easily obtained by using a neutral filter. 


Provisions should be made for miounting'the collimator system securely to 
an optical bench. By so doing, a source of infinite focus will alwaya be 
available andwill be agreat aidtowards designing, testing, and measuring 
optical equipment. For maximum results when using a collimator system, 
the principal axis of the system andthe lens or instrument being tested 
must be in alignment. 


